[Quantification of pentachlorophenol in urine by gas chromatography/mass spectrometry with a fragmentographic technic].
A method involving GC/MS-Selective Ion Monitoring is presented for the quantitation of low levels of PCF in the urine of exposed workers. Procedures for removing coestractans and for derivatizing PCF are not required. The method is specific. The sensibility and reproducibility are satisfactory.